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ABSTRACT 


A  narrowband  trigonal  acoustic  transducer  array  and 
digital  signal  processing  software  are  described  in 
support  of  Space  Shuttle  Vibroacoustic  experiment 
[NASA  G-313 ] .  The  three  co-planar,  vibrationally  isolated 
pressure-sensing  microphones,  the  preamplifiers  and  the 
filters  are  designed  to  meet  dynamic  range  and  anti¬ 
aliasing  requirements  for  the  digitization  and  processing 
of  recorded  flight  data  with  one  Hertz  resolution  within 
the  30-780  Hz  baseband  acoustic  spectrum.  The  experiment 
is  designed  to  operate  in  environments  up  to  160  dB  S PL 
and  provides  modal  recognition  and  directional  information 
to  identify  resonances  and  localize  high  intensity  sound 
sources  within  the  ambient  launch  environment  of  the  Space 
Shuttle  Cargo  Bay.  Also  included  is  a  model  of  the  empty 
Cargo  Bay  resonances  and  modal  density  calculations  based 
on  an  adiabatic  perturbation  of  a  rigid,  right  circular 
cylindrical  enclosure. 


THESIS  DISCLAIMER 


The  reader  is  cautioned  that  computer  programs 
developed  in  this  research  may  not  have  been  exercised  for 
all  cases  of  interest.  While  every  effort  has  been  made, 
within  the  time  available,  to  ensure  that  the  programs  are 
free  of  computational  and  logic  errors,  they  can  not  be 
considered  validated.  Any  application  of  these  programs 
without  additional  verification  is  at  the  risk  of  the 
user. 
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I .  INTRODUCTION 

A.  STATEMENT  AND  APPROACH 

This  thesis  is  designed  to  assist  in  the  implementation 
of  the  NASA  project  G-313  acoustic  analysis  of  the  Space 
Transportation  System  Orbiter  Vehicle  (Space  Shuttle) 
payload  bay  specifically  by: 

1.  Designing  and  testing  the  microphone,  pre¬ 
amplifier,  and  anti-aliasing  filter  "front  end"  capable  of 
measuring  pressure  levels  up  to  160  dB  SPL  narrowband  at 
frequencies  from  30  to  780  Hz,  providing  a  low  noise  output 
not  to  exceed  ±5  volts  peak  amplitude  compatible  with 
digitization  and  data  storage  hardware  designed  for  this 
project  by  previous  experimenters. 

2.  Developing  an  optimal  signal  processing  technique 
and  writing  the  software  to  automate  the  analysis  of 
received  flight  data  to  resolve  the  distribution  of  acoustic 
energy,  both  active  and  reactive,  within  a  30  to  780  Hz 
bandwidth. 

3.  Making  measurements  of  the  response  characteristics 
of  the  measuring  apparatus  to  be  used  as  inputs  to  the 
signal  processing  software  to  correct  any  signal 
perturbations  introduced  by  the  measurement. 


The  overall  project  milestones  include: 

1.  Developing  a  vibrationally  isolated  directional  co- 
planar  array  capable  of  measuring  sound  fields  up  to  160  dB 
SPL. 

2.  Providing  a  low  noise  pre-amplifier  and  anti¬ 
aliasing  filter  with  a  ±5  volt  peak  dynamic  voltage  output 
and  roll-off  between  780  and  1000  Hz  to  support  a  2000 
sample  per  second  digitization  rate. 

3.  Developing  non-volatile,  durable  mass  storage 
capabilities  for  the  digital  data. 

4 .  Providing  a  package  capable  of  servicing  and 
protecting  the  data  throughout  the  space  flight  until 
recovery. 

5.  Providing  an  analysis  package  capable  of  retrieving 
and  interpreting  the  formatted  flight  data  that  is  able  to 
resolve  resonant  modes  and  provide  directional  information 
to  strong  singular  sources  of  acoustic  energy. 

This  project's  realization  has  involved  the  efforts  of 
many  fine  individuals,  and  in  essence,  most  of  the  hardware 
considerations  were  complete  at  the  time  this  thesis  began 

I 

investigating  data  reduction  schemes  and  putting  the  final 
touches  on  the  front  end  design  and  testing.  The  following 
is  a  brief  history  of  the  motivation  and  prior  contributions 

> 

to  the  NASA  G-313  vibroacoustic  project. 
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B.  HISTORICAL  BACKGROUND 

In  1985,  LT  S.  E.  Palmer,  Dr.  S.  L.  Garrett, 

Dr.  O.  B.  Wilson,  and  Dr.  S.  W.  Yoon  outlined  to  the  AIAA 
Shuttle  Environment  Operations  Conference  in  Houston  Texas 
[Ref.  1],  a  proposal  to  use  a  vibrationally  isolated 
trigonal  array  of  pressure  microphones,  a  digital  solid 
state  bubble  memory  recorder,  and  narrowband  digital 
processing  technology  autonomously  mounted  in  a  NASA  Getaway 
Special  Canister,  to  make  improved  acoustic  measurements  of 
pressure  levels  and  distributions  within  the  cargo  bay, 
enhancing  the  data  base  used  by  STS  payload  designers. 

These  developments  were  motivated  by  the  conclusions  of 
groups  contracted  to  study  and  model  the  acoustic 
environment  of  earlier  flights,  who  stated  that  higher 
resolution  frequency  ?nd  spatial  data  were  needed  to 
understand  acoustic  source  and  reactive  pressure 
distributions  within  the  cargo  bay.  They  raised  questions 
about  the  validity  of  flight  data  to  date,  due  to  the 
possibility  that  vibration  isolation  mounts  were 
mechanically  resonant  within  the  bandwidth  of  the  processed 
data.  The  NPS  proposal  would  improve  upon  earlier  studies 
by: 

1.  Designing  vibration  isolation  mounts  for  the 
microphones  which  were  resonant  well  below  the  lowest 
frequency  of  acoustic  interest  to  guarantee  a  low 
vibrationally  induced  noise  floor. 


2.  Providing  non-volatile,  non-perturbable  data  storage 
in  solid  state  form  circumventing  problems  (flutter,  start¬ 
up  lag,  etc.)  and  expense  encountered  by  using  analog 
(magnetic  tape)  storage. 

3.  Sampling  above  the  Nyquist  rate  for  the  highest 
frequency  *>f  interest  and  providing  narrowband  processing 
with  1  Hz  resolution  over  a  30-780  Hz  bandwidth.  This  would 
provide  a  substantial  improvement  over  the  one-third  octave 
processing  produced  by  the  previous  studies  of  the  Dynamic 
Acoustic  and  Thermal  Environments  (DATE)  group  of  NASA 
Goddard  Space  Flight  Center  [Ref.  2]  and  the  Bolt,  Beranek 
and  Newman  Corporation  of  Canoga  Park,  California  [Ref.  3]. 

4.  Using  the  trigonal  aperture  to  discern  modal 
distributions  and  spatially  determine  propagation  vectors  to 
the  strongest  discrete  sources.  This  capability  is 
considered  necessary  to  resolve  the  hypothesis  proposed  by 
Carol  Tanner  of  the  Aerospace  Corporation  that  high 
intensity  sound  sources  at  frequencies  within  the  315  Hz 
one- third  octave  band  are  produced  by  the  coupling  of 
aerodynamic  flow  along  the  fuselage  to  the  acoustic  modes  of 
the  cargo  bay  in  one  or  more  of  the  eight  bay  vents, 
producing  flow  induced  resonances  [Ref.  4).  Earlier 
intensity  measurements  provided  no  signal  cross-correlation 
directional  processing,  requiring  Carol  Tanner  to 
extrapolate  the  intensity  of  the  propagating  wavefront 
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inside  the  bay  from  information  in  one- third  octave  bins  to 
infer  relative  range  to  the  speculated  source  [Ref.  5]. 

5.  Providing  an  active  sweep  to  determine  the  resonant 
standing  wave  ratios  at  the  microphone  locations  as  a 
function  of  frequency  to  aid  in  identifying  reactive  field 
(standing  wave)  contributions  to  the  narrowband  signal 
analysis. 

The  first  task  of  designing  low  frequency  response 
isolation  mounts  for  the  measuring  microphones  was  addressed 
by  CDR.  C.  D.  Stehle,  resulting  in  his  September  1985  thesis 
[Ref.  6]  which  detailed  the  design  and  vibrational  testing 
of  the  mounts  currently  adopted  for  this  project.  The 
mounts  meet  the  durability  and  isolation  requirements  of  the 
most  stringent  expected  space  environment,  placing  the 
vibrationally  induced  noise  floor  below  85  microvolts, 
peaking  in  the  315  Hz  one-third  octave  band  [Ref.  6,  figure 
3.3],  which  is  equivalent  to  102  dB  SPL,  40  dB  below  the 
expected  ambient  sound  environment. 

Specifications  for  the  magnetic  bubble  memory  recorder 
are  outlined  in  the  March  1986  thesis  by  LT  T.  M.  D'Ercole 
[Ref.  7],  and  the  32  bit  processor  interface  in  a  separate 
March  1986  thesis  by  LT  T.  J.  Frey  [Ref.  8].  A  successful 
prototype  has  been  built  and  tested  by  the  team  of  D'Ercole, 
Frey,  and  Mr.  Dave  Rigmaiden,  who  has  been  indispensable  in 
providing  continuity  to  this  project.  Mr.  Rigmaiden  has 
also  written  the  data  retrieval  software  for  IBM  PC 
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compatible  signal  processing  software.  LT  D.  W.  Jordan  has 
provided  a  matched  filter  designed  to  activate  the  data 
storage  upon  detection  of  the  operation  of  the  Shuttle 
Auxiliary  Power  Unit  (APU) ,  just  prior  to  Solid  Rocket 
Booster  (SRB)  ignition.  Details  are  provided  in  his  June 
1985  thesis  [Ref.  9].  The  electrical  power  supply  for  the 
entire  experiment  has  been  designed  and  tested  Ly  LT  B. 

Kosinski  and  proven  flight  ready  within  NASA  safety 

specifications.  The  60  rigidly  constrained  Gates  brand  lead  ! 

acid  cells  mounted  in  the  battery  pack  are  rated  at  600 
watt-hours.  LT  S.  Dee  has  recently  completed  the  design  and 
testing  of  the  accelerometer  launch  detector  system  used  to  ! 

activate  the  experiment  autonomously  at  SRB  ignition.  LCDR 
A.  W.  Boyd  has  managed  the  project  development,  and  has  been 
the  point  of  contact  with  NASA,  overseeing  the  8 

administrative  and  logistic  requirements  of  this  project 
during  his  tour  at  the  Naval  Postgraduate  School.  Dr.  A. 

I  Fuhs  and  Dr.  R.  Panholzer  have  provided  valuable  advice  and  8 

expertise  in  the  areas  of  Space  Systems  and  Electrical 
Engineering,  guiding  the  students'  efforts  mentioned  thus 
far.  Drs.  S.  L.  Garrett  and  0.  B.  Wilson  have  overseen  the  8 

acoustic  development  of  the  project.  A  synopsis  of  the 
project  history  may  also  be  found  in  the  1987  Naval  Research 
Reviews  [Ref.  10].  8 
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C.  SCOPE 

The  remainder  of  this  thesis  describes  the  development 
of  the  microphone,  pre-amplifier,  and  anti-aliasing  filter 
used  in  the  NASA  G-313  project  and  provides  a  signal 
analysis  model  and  computerized  implementation  capable  of 
analyzing  flight  data  retrieved  from  the  magnetic  bubble 
memory  recorder. 


A.  MICROPHONE  SELECTION 


The  process  of  selecting  a  microphone  for  the  cargo  bay 
environment  was  quickly  narrowed  down  to  a  comparison  of 
two  possibilities,  the  already  NASA  flight  approved  and 
tested  Endevco  model  2510  (specification  sheet  in  Appendix 
A)  and  PCB  model  106B50.  Both  piezoelectric  microphones 
were  designed  to  have  flat  frequency  response  and  linear 
sensitivity  up  to  the  maximum  expected  sound  pressure  levels 
of  160  dB  narrowband  within  the  cargo  bay  (based  on  140  dB 
one-third  octave  band  ambient  design  levels  with  a  crest 
factor  of  5; . 

A  rectangular  wooden  comparison  calibrator  box  with 
internal  dimensions  of  40  inches  by  6  inches  by  2  inches  was 
constructed  of  one-half  inch  pine  and  used  with  a  General 
Radio  sound  level  meter  (model  1565-B)  to  make  sensitivity 
and  noise  comparisons  between  the  two  microphones.  An  ALS 
model  120S  shaker  table  was  used  to  measure  vibration 
sensitivity  of  the  microphones  without  isolation  mounting. 
The  measured  sensitivity  of  both  microphones  was  reasonably 
close  to  the  manufacturer's  calibration  curves.  At  the 
second  plane  wave  longitudinal  resonance  of  the  calibrator 
box,  395  Hz,  the  incident  pressure  was  set  at  1  Pa  or  94  dB 
SPL  upon  both  microphones.  The  o>  tput  of  the  PCB  was 
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measured  at  86  microvolts  or  -81.3  dB  re  lV/Pa,  giving  an 
open  circuit  sensitivity  of  592  mV/psi  measured  compared  to 
a  nominal  565.4  mV/psi  given  by  the  manufacturer's 
calibra-  ion  data.  The  Endevco  open  circuit  output  was 
measured  at  34  microvolts  or  -89.4dB  re  V/Pa,  giving  an  open 
circuit  sensitivity  of  234  mV/psi,  compared  to  152  mV/psi 
nominal  sensitivity  for  the  microphone. 

The  experiment  in  the  calibrator  box  revealed  that  the 
PCB  microphone  was  at  least  10  dB  noisier  in  signal  to  noise 
ratio  than  the  Endevco,  whose  noise  level  was  verified  to  be 
ambient  acoustic  noise.  In  subsequent  experimentation  using 
an  Ithaco  model  1201  low  noise  amplifier,  set  to  give  the 
Endevco  and  PCB  the  same  absolute  output  level  in  the  same 
sound  field,  the  Endevco  was  verified  to  have  a  10  dB  lower 
noise  floor  than  the  PCB  with  its  internal  electronics.  The 
PCB  microphone  was  also  shown  to  have  much  greater 
sensitivity  to  vibration.  Measurements  were  made  on  a 
shaker  table  at  one  g  (9.8  m/s)  at  frequencies  of  20,  50, 
100,  and  200  Hz,  with  results  summarized  in  Table  I.  The 
PCB  sensitivity  to  vibration  was  observed  to  be  500  mV  per 
peak  g  in  the  high  frequency  limit  versus  the  3.5  mV  per 
peak  g  for  the  Endevco.  The  PCB,  being  about  4  times  as 
pressure  signal  sensitive,  at  high  frequencies,  would  have 
produced  over  25  times  the  vibrational  noise  as  the  Endevco, 
performing  even  more  poorly  at  lower  frequencies.  Because 
of  the  better  signal  to  noise  response  due  to  lack  of 


internal  electronics,  and  much  greater  vibration  rejection 
properties,  the  Endevco  model  2510  was  chosen  as  the  better 
microphone  for  this  application. 

TABLE  I.  SHAKER  TABLE  TEST  RESULTS  AT  ONE  G.  PEAK. 


FREQUENCY 

DRIVE  VOLTAGE 

PCB  RESPONSE 

ENDEVCO  RESULTS 

(HZ) 

(mV) 

(mV) 

(mV) 

20 

510 

2300 

9 

50 

920 

4.5 

4.5 

100 

120 

540 

3.4 

200 

180 

530 

3.5 

B.  PREAMPLIFIER  AND  ANTI-ALIASING  FILTER  DESIGN 

The  basic  preamplifier  design,  suggested  by  Dr.  David 
Gardner,  uses  a  Burr  Brown  low-noise  OPA-111  Difet 
(Specifications  in  Appendix  B)  operational  amplifier.  The 
gain  of  11  was  set  to  provide  a  ±5  volt  peak  signal  at  160 
dB  SPL  microphone  input  to  comply  with  the  A/D  requirements 
for  maximum  input  voltage  (Specifications  in  Appendix  C) . 
The  design  was  shown  to  have  a  noise  floor  around  -100  dBV 
at  a  2.5  Hz  bandwidth,  and  verified  to  be  Johnson  noise 
limited  by  the  (room  temperature  300° K)  2  megohm  input 
bleedoff  resistor  [Ref.  11].  The  Johnson  noise  voltage  is 
calculated  according  to 

Vrms  =  /4KT".<aT  =  286nV//Hz 

where  K  is  Boltzman's  constant  (1.38  x  10“27  J/K) ,  T  is 
absolute  temperature  in  K,  R  is  the  resistance  in  ohms,  and 
Af  is  the  bandwidth  of  the  preamplifier.  A  0.01  microfarad 
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capacitor  was  added  to  block  the  D.C.  pyroelectric  effects 
of  the  input  bias  voltage  produced  by  the  piezoelectric 
microphone  [Ref.  12].  The  final  design  is  shown 
schematically  in  Figure  2.1. 

The  anti-aliasing  filter  was  designed  by  LT  Mike  Ziegler 
to  roll-off  below  1250  Hz  allowing  for  the  2500  Hz  sample 
digitization  rate.  A  schematic  is  provided  as  part  of 
Figure  2.1.  The  entire  microphone/preamplifier/filtering 
front  end  was  assembled  by  Mr.  Dave  Rigmaiden  and  tested  in 
a  calibration  experiment  discussed  next. 

C.  MEASUREMENT  OF  FRONT  END  CHARACTERISTICS 

In  experiments  conducted  on  October  19  and  October  21, 
1987,  Mr.  Rigraaiden's  prototype  front  end  (Figure  2.2)  was 
tested  to  verify  that  it  met  the  design  criteria  of  ±5  volt 
maximum  peak  voltage  output  to  the  A/D  converter  at  160  dB 
SPL  acoustic  input,  linear  pressure  to  voltage  response  up 
to  the  maximum  design  level,  and  anti-aliasing  roll-off  at 
less  than  1250  Hz  with  fairly  flat  frequency  response  from 
50  to  700  Hz.  The  measurements  were  made  using  a 
calibration  tube  designed  by  CPT  Michael  Muzzerall  (Canadian 
Forces)  and  described  in  his  1987  thesis  [Ref. 13]. 

The  tube  was  90  cm  long  with  a  6.2  cm  I.  D.  and  was  driven 
by  a  JBL  model  2445J  compression  driver.  The  results  are 
tabulated  below. 
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Tables  II  and  III  compare  a  standard  General  Radio  Model 
1961-9611  perpendicular  incidence  one-half  inch  electret 
condenser  microphone  with  power  supply  GR  Model  1560-P62  and 
Model  1560-P42  pre-amplifier,  to  the  Endevco  2510  described 
in  this  chapter.  The  front  end  pre-amplifier  did  not  have 
the  pyroelectric  pre-filter.  Table  II  contains  data  taken 
in  the  wooden  calibrator  box  in  the  frequency  range  50-800 
Hz  with  pressures  up  to  25  dB  re  1  Pa.  Table  III  presents 
data  taken  in  the  Muzzerall  calibration  tube  to  extended 
frequency  ranges  to  100-2000  Hz  and  higher  pressure  levels 
to  50  dB  re  1  Pa.  The  response  of  the  front  end  output  was 
verified  to  be  linear  to  160  dB  SPL  input  acoustic  signal 
with  3  dBV  electrical  output. 

As  seen  from  Table  III,  the  final  design  has  fairly  flat 
response  in  the  base  band  range  from  50  Hz  to  600  Hz  rolling 
off  3  dB  down  around  1000  Hz.  All  prerequisite  design 
specifications  have  been  met  by  circuitry  shewn  in 
Figure  2.1. 
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TABLE  II.  FRONT  END  RESPONSE  DATA  IN  CALIBRATOR  BOX. 


Frea. 

Absolute  OutDUt 

dB  Difference 

Phase  Difference 

(Hz) 

h"  GR  (dBV) 

(Endevco-GR) 

(Endevco-GR) 

(degrees) 

50 

-59.8 

-16.6 

6 

100 

-53.7 

-18.6 

15 

125 

-51.2 

-18.6 

-5.5 

150 

-48.3 

-18.2 

-9 

175 

-40.4 

-17.1 

-13.8 

200 

-36.6 

-16.93 

-16.6 

225 

-41.2 

-16.74 

-23.85 

250 

-43.3 

-16.73 

-22.6 

275 

-43.8 

-16.36 

-28.70 

300 

-43.5 

-16.38 

-29.70 

325 

-42.3 

-16.20 

-35.60 

350 

-39.2 

-16.45 

-38.25 

375 

-37.5 

-16.1 

-41.85 

400 

-40.0 

-16.80 

-39.40 

425 

-44.4 

-15.6 

-46.66 

450 

-46.4 

-15.4 

-57.73 

475 

-47.0 

-17.4 

-60.73 

500 

-46.3 

-17.87 

-54 . 4 

525 

-44.5 

-17.36 

-57.12 

550 

-40.7 

-17.72 

-61.90 

575 

-39.7 

-18.10 

-59.75 

600 

-45.0 

-18.40 

-63 . 60 

625 

-48.4 

-18.90 

-57.66 

650 

-51.4 

-16.88 

-59.0 

675 

-50.9 

-17.06 

-68.3 

700 

-48.4 

-17 . 65 

-73.6 

725 

-44.4 

-17 .86 

-76.00 

750 

-38.7 

-18.73 

-84.5 

775 

-81.9 

-20.3 

-81.9 

800 

-49.40 

-19.85 

-81.6  I 

Comparison  Calibration  GenRad- one-half  inch  mic  vs 
Endevco  2510.  GR  one-half  inch  mic  Frequency 
Independent  Sensitivity  is  -39.3  dB  re  lV/Pa. 
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TABLE  III.  FRONT  END  RESPONSE  DATA  IN  MUZZERALL 
CALIBRATION  TUBE. 


ffiHI 

Absolute  OutDut 

dB  Difference 

Phase  Difference 

(Hz) 

V  GR  (dBV) 

(Endevco-GR) 

(Endevco-GR) 

(degrees) 

100 

-6.98 

-20.3 

-2.0 

200 

7.3 

-20.3 

-16.3 

300 

2.64 

-20.3 

-27.9 

400 

8.45 

-20.5 

-39.3 

500 

6.06 

-20.7 

-50.2 

600 

9.21 

-21.0 

-60.9 

700 

6.04 

-21.3 

-71.5 

800 

7.57 

-21.78 

-81.6 

900 

7.47 

-22.3 

-92.6 

1000 

6.11 

-22.8 

-102.9 

1100 

10.1 

-23.4 

-113.4 

1200 

6.53 

-24.2 

-123.4 

1300 

8.19 

-24.98 

-133.1 

1400 

9.44 

-26.02 

-142.8 

1500 

4.44 

-26.8 

-151.8 

1600 

9.30 

-27.8 

-160.58 

1700 

2.74 

-29.0 

-168.5 

1800 

3.56 

-30.14 

-175.8 

1900 

4.09 

-31.32 

-177.3 

2000 

1.13 

-32.52 

-171.2 

Comparison  Calibration  GR  one-half  inch  mic  vs  Endevco  2510 
GR  one-half  inch  mic  Sensitivity  is  -39.3  dB  re  lV/Pa. 


III.  THEORY  AND  ANALYSIS 


A.  RECEIVED  SIGNAL  THEORY 

1.  Introduction 

I  This  section  will  discuss  the  capabilities  and 

limitations  of  the  sparse,  trigonal  co-planar  array  [Fig. 
3.1,  3.2]  for  the  analysis  of  complicated  acoustic  pressure 
I  distributions  inside  the  Space  Shuttle  Cargo  bay.  From  the 

general  mathematical  expression,  derived  below,  only  the 
cases  of  constant  spectral  amplitude  or  constant  spectral 
1  phase  (modulo  pi)  lead  to  resolvable  solutions  given  the 

many  limitations  imposed  by  the  three  element  array.  For 
comparison,  processing  techniques  used  by  prior 
I  experimenters  for  NASA  (BBN  and  DATE)  will  be  presented 

after  an  explanation  of  the  NPS  approach. 

2 .  Development 

I  It  is  expected  that  the  output  voltage  from  each 

microphone  will  very  nearly  represent  the  point  field 
pressure  at  the  microphone  location  since  the  microphone  and 
1  its  housing  assembly  (see  Fig.  3.1,  3.2)  are  much  smaller 

than  acoustic  wavelengths  of  interest  as  examined  by  C.  D. 
Stehle  [Ref.  6].  By  carefully  measuring  the  amplitude  and 
1  phase  response  characteristics  of  each  microphone, 

preamplifier,  and  anti-aliasing  filter  assembly  in  a 
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Figure  3.1  Microphon 


controlled  calibrator  experiment,  it  is  possible  to  use  the 
software  described  in  the  next  chapter  to  provide  the 
differential  gain  and  phase  for  each  of  the  three  front  end 
inputs.  This  information  may  be  used  to  eliminate  the 
effects  of  unmatched  front  end  response  characteristics  when 
solving  for  the  dynamic  pressure  amplitude  and  phase  at  the 
microphone  locations. 

In  developing  a  mathematical  model,  the  pressure 
distribution  is  assumed  to  have  propagated  through  a  medium 
of  homogeneous  sound  speed  throughout  the  cargo  bay 
(isoceleric)  and  be  the  linear  superposition  of  all  active 
and  reactive  sources.  All  sources  are  assumed  to  be  in  the 
far  field  to  eliminate  the  effects  of  wavefront  curvature, 
undetectable  by  a  three  element  array,  and  therefore,  all 
wavefronts  impinging  on  the  array  are  assumed  to  be  plane 
wavefronts.  Spherical  divergence  is  modeled  from  all  active 
and  reactive  sources,  so  that  the  monochromatic  pressure 
from  a  single  source  is  given  by 

A  —  . 

Po  =  p|  exp  [j(co0t  +  k0.r  +  <!>„)] 

where  A/r  is  the  pressure  amplitude  [Ref.  15,  Eq.  5.57, 
pg  114],  u>Q  is  the  angular  source  frequency,  kQ  =  Wq/c,  c  is 
the  speed  of  sound  (assumed  constant),  and  <f>  Q  is  an 
arbitrary  phase  constant.  Using  the  monochromatic  result  of 
Ziomek's  equation  4.7-10  [Ref.  14],  and  applying  the  inverse 
spatial  transform  to  this  equation  for  a  receiving  vice 
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transmitting  planar  circular  array  (z  =  0,  r  =  a  =  distance 
of  microphone  from  center)  for  a  far  field  source 
distribution 


we  get, 


D(f,  e,  *) 

P0(f.  r,  <(>)  =  cj4“'  f  (  D(f,  ©,  \(/j  expjjka  sinj©)  cos(\(/-$j  d©  dyj 


To  perform  the  forward  transform,  as  in  Ziomek's  equation 
4.7-10,  for  a  sparse  array  of  only  three  directional  samples 
(^  )  it  is  impossible  to  get  a  complete  representation  of  the 
D(f,  0,  i/>)  as  an  output.  With  a  higher  number  of  sampled 
directions  it  would  possible  to  obtain  a  discrete 
representation  of  the  far  field  source  distribution.  There 
are,  however,  two  special  cases  of  interest  which  are 
recognizable  by  the  array.  These  cases  are  explained  in  the 
next  three  sections: 

3 .  Resonance 

At  an  acoustic  resonance  the  outputs  of  all  three 
microphones  will  be  in  phase  (modulo  pi)  with  varying  peak 
amplitudes  corresponding  to  the  homogeneous  standing  wave 
ratios  within  the  cavity.  The  array  must  be  far  enough  away 
from  driving  sources  as  described  by  the  critical  distance 
cited  in  Kinsler,  Frey,  Coppens  and  Sanders  equations  13.7 
and  13.24  [Ref.  15],  which  represents  the  distance  at  which 
the  direct  and  reverberant  intensities  are  equal.  For  this 
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distance  to  be  small,  the  cavity  must  have  low  absorption 
corresponding  to  a  high  resonance  quality  factor,  Q. 

In  general,  the  analytical  solution  to  the 
homogeneous  wave  equations  is  not  known  for  irregular 
boundary  geometries.  Such  is  the  case  for  the  Space  Shuttle 
cross-section  of  the  unloaded  cargo  bay,  which  is  further 
complicated  by  varying  loading  configurations.  With  the 
information  attainable  from  the  sparse  trigonal  array,  it  is 
impossible  to  solve  for  all  possible  conditions  of  pressure 
distribution  throughout  the  cargo  bay,  without  an  a  priori 
comparison  to  a  numerical  model  of  homogeneous 
eigenfunctions  or  an  experimental  scale  model. 

The  approach  taken  in  this  project  is  to  make  an 
active,  pure  tone  frequency  sweep  of  the  quiet  pre-launch 
cargo  bay  using  the  sinusoidal  output  of  a  voltage 
controlled  oscillator  (VCO)  driven  loudspeaker  (JBL  Model 
LE10-H)  and  monitoring  tne  return  for  frequencies  at  which 
the  received  pressure  signals  are  co-phased  modulo  pi.  Upon 
recognition  of  this  resonance  criterion,  the  amplitude 
levels  for  each  microphone  data  channel  are  corrected  for 
the  electrical  differences  in  gain  and  recorded.  An  attempt 
will  be  made  to  use  this  standing  wave  ratio  information  to 
identify  the  general  modal  patterns  based  on  prior  knowledge 
about  the  resonances  of  cylinders  and  the  results  of  a  small 
scale  model  experiments.  It  is  worthy  to  note  that  the 
stated  resonance  recognition  criteria  of  cophased  elements 


is  indistinguishable  from  a  single  active  source  (travelling 
wave)  directly  above  or  below  the  planar  array.  The  effect 
of  system  Q,  controlled  primarily  by  boundary  incidence 
losses,  is  an  important  factor  in  determining  the  relative 
importance  of  cavity  resonance.  For  a  low  Q  environment, 
direct  path  radiation  from  a  source  will  play  the  more 
important  role  in  its  vicinity,  even  near  resonant 
frequency,  because  the  driver  is  within  the  previously 
mentioned  critical  distance.  The  choice  of  a  driver 
equidistant  from  all  three  array  elements  should  preserve 
the  cophase  definition  of  resonant  frequencies,  but  will 
perturb  the  standing  wave  ratio  values  by  an  offset 
constant,  once  agai",  highly  Q  dependent. 

4 .  Modal  Model 

To  the  simplest  approximations,  the  Space  Shuttle 
cargo  bay  resembles  a  cylinder.  The  analytic  solution  for  a 
cylinder  is  well  known  and  cited  in  Morse,  [Ref.  16,  pg 
398].  The  longitudinal  solution  (Z) ,  radial  (r)  and  the 
azimuthal  )  pressure  distribution  functions  are  given  in 
terms  of  integer  ordered  Bessel  functions,  Jm,  cited  by 
Morse  to  be: 


P  (r,  <}),  z)  =  cos  (m<t>)  cos  f— )  (— )  e  ^ 


Since  the  cargo  bay  is  of  constant  cross-section,  the 
longitudinal  (2)  part  of  the  cargo  bay  solution, 

COS 

is  identical  to  the  cylindrically  symmetric  solution.  The 
radial  and  azimuthal  cargo  bay  solution  will  be  similar  to, 
but  differ  slightly  from,  the  cylinder  solution  because  the 
cargo  bay's  cross-section  is  not  quite  circular. 

To  assist  in  identifying  resonant  modes  when  flight 
data  are  analyzed,  the  eigenfunctions  for  the  first  five 
cross-sectional  modes  were  determined  by  experimental  scale 
modeling.  The  empty  shuttle  cargo  bay  geometry  is  shown  in 
Figure  3.3  and  3.4.  The  model  used  was  constructed  of  one 
inch  thick  Plexiglass  with  dimensions  as  shown  in  Figure 
3.5,  and  is  an  exact  cross-sectional  replica  of  scale 
1:14.7.  A  photograph  of  the  model  is  shown  in  Figure  3.6. 

A  Panasonic  Model  P9932  omni-directional  Electret  condenser 
microphone  with  internal  FET  and  bias  circuity  shown  in 
Figure  3.7,  was  used  to  measure  the  pressure  distributions 
throughout  the  model  at  resonance  for  the  first  five  modes. 
The  microphone  was  moved  by  a  magnet  so  that  the  system 
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Figure  3.3  Top  View  of  Space  Shuttle  Cargo  Bay 
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Figure  3.5  Plexiglass  Model  Experiment  Dimensions 
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Figure  3.7  Microphone  Bias  Circuitry  for  Model 
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could  remain  tightly  sealed  throughout  the  data  taking 
procedure. 

The  resulting  modal  pressure  eigenfunctions  are 
presented  in  Figures  3.8  to  3.12.  The  measured  resonance 
frequencies  of  the  model  compared  at  worst  to  within  four 
percent  (average  1.2  %)  to  the  harmonicity  of  the  first  five 
eigenvalues  of  a  cylinder  of  equivalent  cross-sectional 
area,  calculated  using  the  cited  Morse  equation. 

The  principle  of  adiadatic  invariance,  discussed  by 
Greenspan  [Ref.  17],  guarantees  that  small  deformations  of 
the  shape  of  the  resonator  which  do  not  change  the  volume 
may  perturb  the  eigenfunctions  without  changing  the 
eigenfrequencies.  This  is  required  because  no  work 
(W  =  PdV)  has  been  done  against  the  radiation  pressure,  and 
consequently,  there  is  no  change  in  frequency  since  the 
ratio  of  energy  to  frequency  is  the  adiabatic  invariant. 
Because  of  the  similitude,  the  theory  presented  for  modal 
density  in  a  resonant  cylinder,  given  by  Morse  in  Reference 
16  starting  page  399,  can  be  applied  to  this  geometry.  It  is 
used  to  derive  an  approximate  density  of  modes  within  a 
specified  frequency  band  as 

AN/AF  =  4ttf2V/c3  +  k  fA/2c2  +  L/8c 
for  a  cylinder  of  volume  V,  Surface  Area  A,  perimeter 
L  =  4* a  +  41  (radius  a  and  length  1),  and  speed  of  sound  c. 
The  resulting  resonant  frequencies  for  the  model,  calculated 
resonant  frequencies  for  the  Space  Shuttle 


Figure  3.8  Equal  Amplitude  Contours  First  Mode 
of  Plexiglass  Model  and  Cylinder 
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Figure  3.9  Equal  Amplitude  Contours  Second  Mode 

of  Plexiglass  Model  and  Cylinder 
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Figure  3.10  Equal  Amplitude  Contours  Third  Mode 
of  Plexiglass  Model  and  Cylinder 


33 


Figure  3.11  Equal  Amplitude  Contours  Fourth  Mode 


of  Plexiglass  Model  and  Cylinder 


Figure  3.12  Equal  Amplitude  Contours  Fifth  Mode 
of  Plexiglass  Model  and  Cylinder 
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* 

^shuttle  =  ^model/^4  * 7^7  > 

and  harmonicity  comparisons  to  an  equivalent  cylinder  are 
presented  in  Table  IV.  Harmonicity  is  the  ratio  of  the 
sequential  values  of  resonant  frequencies  to  the  value  of 
the  first  resonance.  A  rigid  cylinder  of  2.4  meters  radius 
is  shown  to  have  harmonicity  within  4%  of  the  shuttle  bay 
geometry  as  cited  earlier. 

5 .  Strong  Point  Sources  in  the  Far  Field 

In  this  case  a  sparse  co-planar  array  will  be 
exposed  to  a  nearly  planar  fronted  travelling  wave.  Each 
element  will  record  a  phase  shifted,  equal  amplitude 
spectral  pressure  component.  The  phase  shift  is  given  by 
the  argument  of  the  received  spectral  signal,  hence,  the 
time  shift  T  is  given  by: 

T®  Kd  sin<£  cos  (tf  -<f>  Q) 

<j> 

The  above  expression  is  useful  in  cross-correlation  tracking 
of  far  field  sources.  Note  that  if  4>  is  modulo  pi,  or  the 
wavefront  enters  normal  to  the  array  plane,  the  elements  are 
cophased  and  a  condition  exists  which  is  indistinguishable 
from  a  standing  wave  resonance.  The  problems  with  zeros  in 
cos  (^-^)  can  be  circumvented  by  having  more  than  two  non- 
colinear  elements.  Grating  lobes  [Ref.  14]  caused  by 
spatial  aliasing  will  exist  for  frequencies  above  f  =c/2d 
(where  d  is  the  spacing  between  elements) ,  giving  an  upper 
bound  on  the  ability  to  process  spectral  information. 
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For  this  experiment  d  =  12.1  inches ,  placing  an  upper  bound 
of  550  Hz  for  spatial  processing.  Note  that  the  modal 
density  at  this  frequency  exceeds  108  modes  per  Hz, 
saturating  the  one  Hz  processing  resolution. 

To  process  this  information,  first,  the  temporal 
order  of  arrival  of  the  wavefront  at  each  element  is  used  to 
restrict  the  direction  to  a  sixty  degree  sector  [See  figure 
3.13].  The  resultant  phase  shifts  are  recorded  by  a  FFT 
using  the  time  series  of  interest  for  each  microphone  output 
corrected  for  differential  amplitude  and  phase  response  of 
the  microphone  and  input  stages.  The  corrected  phase 
information  is  used  in  the  following  equations  (variables 
defined  by  Figure  3.13): 

1)  Azimuth 


30°se01  =  Tan-1 


a^12/a^oi  ~  cos(120) 
sin(120) 


<  90" 


2) 


Elevation 
0  <  $  =  cos 


{A*01  *  c} 
dcos  (9  Q1)  2?r  f 


where  a^  is  the  phase  difference  between  the  subscripted 
elements.  The  solution  reference  shifts  to  accommodate  the 
temporal  order  of  arrival.  The  solution  may  be  shifted  back 
to  the  absolute  cargo  bay  reference  geometry.  These  two 
equations  resolve  source  azimuth  and  elevation. 
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Two  experiments  were  performed  to  test  the  above 
technique  in  the  NPS  anechoic  chamber  using  the  experimental 
apparatus  diagrammed  in  Figure  3.14.  In  the  first 
experiment  the  signals  from  the  two  Bruel  and  Kjaer  (Model 
4177)  one-half  inch  microphones  spaced  5  cm  apart  were 
cross-correlated.  The  time  shifts  found  in  the  cross- 
correlated  signals  agreed  with  the  solution  presented 
earlier  in  this  section.  The  two  signals  were  graphed  in 
the  time  domain  for  five  configurations  of  offset  azimuth. 
The  results  are  presented  in  Figures  3.15  to  3.19.  The 
phase  shift  agrees  with  «  2*  fT  of  the  first  experiment 
which  is  the  solution  used  for  directional  processing.  Time 
shifts  were  verified  using  the  cross-correlation  function  of 
the  HP  3562A  Dual  Channel  Dynamic  Signal  Analyzer  with  i_5 
cursor  function. 

B.  ANALYSIS  TO  DATE 

There  have  been  two  approaches  to  the  analysis  of 
flight  data  on  previous  STS  missions.  The  Dynamic  Acoustic 
and  Thermal  Environments  (DATE)  group  of  NASA  Goddard  Space 
Flight  Center  (Ref.  2]  has  taken  analog  magnetic  tape 
recorded  pressure  transducer  voltage  output  readings  and 
processed  the  power  spectra  in  one-third  octave  bandwidths. 
This  point  receiver  power  spectra-l  density  approach  has 
provided  no  narrowband  information  about  modal  patterns  and 


40 


Figure  3.14  Experimental  Apparatus  used  in  2  Element 
Array  Phase  Experiment 
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ANECHOIC  CHAMBER 


Figure  3.15 


Time  Series 
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Figure  3.18 
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Time  Series  Comparison  of  Received 
Signal  by  2  Element  Array  (  135*  Offse 
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Figure  3.19  Time  Series  Comparison  of  Received 

Signal  by  2  Element  Array  (  18  0*  Of 
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gives  no  directional  information  about  high  intensity 
sources. 

A  question  has  been  raised  about  the  mechanical  response 
of  the  vibration  isolation  mounts  by  C.  D.  Stehle  [Ref.  6]. 
CDR  Stehle 's  analysis  suggested  that  there  are  isolator 
resonances  within  the  110  and  315  Hz  analysis  bands,  which 
may  have  permitted  vibrationally  coupled  signals  to  corrupt 
the  data.  This  could  account  for  the  reoorted  peaks  in  the 
power  spectra  [Ref.  2]. 

The  Aerospace  Corporation  of  El  Segundo,  California,  has 
developed  a  model  to  help  STS  orbiter  payload  bay  users 
design  for  the  expected  acoustic  environment  of  any 
particular  mission,  and  to  help  NASA  planners  optimally  to 
configure  payloads  within  the  cargo  bay.  This  model  divides 
the  cargo  bay  into  seven  subvolumes  of  adiabatically 
perturbed  rectangular  parallelepipeds  and  maintains  a  power 
balance  of  the  space  averaged  mean  square  pressure  for  the 
steady  state  solution  within  each  subvolume.  The  input 
power  into  each  subvolume  is  provided  by  the  exterior  engine 
noise  field  through  the  joint  acceptance  function  of  the 
structural  panels.  The  internal  modal  density  for  one-third 
octave  bandwidths  is  computed  as  the  eigenvalues  of  the 
homogeneous  Helmholtz  equation  for  a  perturbed  boundary 
rectangular  parallelepiped  with  walls  of  slight,  constant 
curvature.  Hence: 
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where 


v2<l>  +  k2<f>  =  0 


k2  = 


(pir)2  +  (q*)2  +  (r*)2 


of  the  p,  q,  r,  mode  for  dimensions  (adjusted  for 
perturbations)  a  x  b  x  c.  This  modeling  approach  provides 
designers  with  only  spatially  and  frequency  averaged  mean 
square  pressures  and  does  not  address  modal  eigenfunctions 
or  high  intensity  narrowband  sources,  where  localized 
pressure  may  be  well  above  averaged  values.  The  NPS 
experiment  is  designed  to  identify  these  tendencies  towards 
localizing  the  distribution  of  dynamic  pressure  in  both 
frequency  and  space.  Once  verified,  this  experiment  could 
show  the  value  of  developing  a  finite  element  analysis  for 
resonant  modes  which  may  help  to  identify  high  intensity 
noise  sources,  for  example  hydrodynamically  induced  or 
mechanically  resonant  structures,  with  the  NPS  experiment's 
directional  processing  narrowband  capability. 


» 
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IV.  FLIGHT  DATA  PROCESSING 


A.  DISCUSSION 

This  chapter  will  describe  procedures  to  record  and 
retrieve  data  from  the  bubble  memory  recorder.  A  software 
procedure  is  developed  to  measure  the  differential 
electrical  front  end  response  spectra  (amplitude  and  phase) 
for  each  of  the  three  elements  as  described  in  Chapter  II. 

A  discussion  of  software  used  to  recognize  resonance  and 
strong  travelling  waves  as  described  in  Chapter  III  is 
presented.  The  entire  data  reduction  development  is 
accomplishment  using  the  capabilities  of  the  ILS  software 
available  for  IBM  personal  computers.  Batch  data  file 
listings  are  provided  and  discussed  using  an  example  of 
output  data  for  a  test  case. 

B.  ILS 

Interactive  Laboratory  System  (ILS)  is  a  software  system 
for  digital  signal  processing  in  the  PC-DOS  and  MS-DOS 
environment.  Features  supported  by  ILS  include  data  display 
and  editing,  digital  filtering,  spectral  analysis,  speech 
processing,  and  pattern  classification.  ILS  also  supports 
data  acquisition,  file  management',  data  manipulation,  and 
graphics,  thus  offering  a  system  capable  of  handling  large 


49 


I 


sequential  data  files  for  batch  processing  with  a  minimum  of 
coding  effort.  ILS  has  the  advantage  of  being  both  general 
and  versatile.  The  ILS  system  is  easily  understood  by 
persons  of  moderate  signal  processing  background  and  is  well 
documented.  For  the  understanding  of  the  syntax  presented 
in  the  batch  file  listings  provided,  the  reader  is  referred 
to  the  ILS  command  Reference  Guide  v6.0  [Ref.  18]. 

C.  FRONT  END  ELEMENT  DIFFERENTIAL  ANALYSIS 

The  goal  of  this  analysis  is  to  determine  differential 
amplitudes  between  data  channels  and  correct  phase 
differences  by  bin  shifts  in  the  input  time  series.  To 
obtain  differential  gain/phase  between  data  element 
channels,  it  is  necessary  first  to  know  how  to  operate  the 
bubble  memory  recorder  with  its  own  interface  peripheral 
computer  and  input  the  sequential  data  into  the  IBM  PC. 

The  following  abbreviations  apply: 

IBM  PC  =  PC 

Bubble  Memory  Interface  Computer  =  BMI 
t  =  Return 
-  =  Blank 

The  following  sequence  will  record  and  send  the  data  to 
the  IBM  PC. 
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BATCH  LISTINGS  OF  INTDATA 
(IN  ILS  SYNTAX) 

FIL  ANDR 
FIL  100 
INA  H 
INA  SF2500 
FIL  200 
INA  H 
INA  SF2500 
FIL  300 
INA  H 
INA  SF2500 


At  this  point  all  of  the  sequential  data  for  the  three  front 
end  channels  is  in  the  IBM  PC  in  ILS  sample  data  file 
format.  To  analyze  the  data  it  must  be  converted  to  complex 
valued  record  data  by  the  RECORDDATA  batch  file. 
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BATCH  LISTINGS  OF  RECORDATA 
FIL  100 
FIL  S101 
OPN  S 
SRE  1 
FIL  200 
FIL  S201 
OPN  S 
SRE  1 
FIL  300 
FIL  S301 
OPN  S 
SRE  1 


Now  files  100,  200,  300  contain  sampled  time  domain  data  for 
channels  1,  2,  3;  while  files  101,  201,  301  contain  complex 
valued  record  data.  The  data  may  be  displayed  by  the 
following  batch  files  SAMPLEDISPLAY  and  RECORDDISPLAY . 

BATCH  FILE  SAMPLEDISPLAY 
FIL  100 
DSP 

FIL  200 
DSP 
FIL  30 
DSP 

Each  display  may  be  reviewed  and  dumped  to  the  printer  if  a 
hard  copy  is  desired  by  hitting  shift  Print_send  on  the  IBM 
keyboard  before  "returning"  for  the  next  display.  The  plot 
is  automatically  scaled  and  documented  by  file  and  location 
within  the  file. 

BATCH  FILE  RECORDDISPLAY 
FIL  101 
DRE  1 
FIL  201 
DRE  1 
FILE  301 
DRE  1 
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Here  the  records  are  displayed  as  was  the  sampled  data  with 
an  automatic  offset  between  frames  of  length  as  specified  by 
the  context.  In  the  case  of  tne  analysis  presented,  this 
consists  of  64  data  points. 

The  next  batch  file,  CROSSCOMPARE  superimposes  the 
magnitude/phase  vs.  frequency  of  the  three  input  channels 
for  differential  comparison. 

BATCH  FILE  CROSS COMPARE 
FIL  101 
FIL  S400 
OPN  S 

FFT  PI , 1 , 8 , , 

FIL  201 

FFT  P2 ,  1 ,  8 , , 

FIL  301 

FFT  P3 ,  1 ,  8 , , 

FIL  400 
DRE  GSCP  1,  3 
C 


This  provides  the  comparison  of  a  256  point  FFT  for  the 
3  input  channels.  The  peaks  may  be  marked  by  the  file 
PEAKS. 


BATCH  FILE  PEAKS 
XTR  1,  1 
XTR  2 ,  1 
XTR  3,  1 


The  values  for  the  peaks  may  be  found  for  magnitude  and 
phase  (radians)  by  paging  through  to  the  bin  indicated  by 
the  peak  marker  using  the  file  GRABVALUES . 
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DTO  R  SC  1 
DTO  R  SC  2 
DTO  R  SC  3 


The  final  part  of  determining  differential  amplitude 
(now  documented)  and  phase  information  is  to  convert  phase 
differentials  to  bin  shifts  for  each  processing  frequency 
bin  using  the  formula. 


Bin  shift  =  I NT 


f  CPhasel  -  Phase2)  x 
2*PI 


>n 


Frequency  bin  # 


where  n=8  for  a  256  point  FFT.  Note  that  differential 
amplitudes  arise  from  different  phase  offsets  which  may 
occur  due  to  complex  impedance  differences  between  the  input 
electrical  front  ends  of  the  channels.  Also  note  that  the 
ability  of  the  software  to  provide  phase  adjustments  by 
shifting  input  time  records  is  inversely  proportional  to 
frequency  favoring  lower  frequencies  where  the  modal  density 
is  less.  Adjustments  to  amplitude  standing  wave  ratios  are 
performed  manually  by  using  the  differential  results  (in  dB) 
produced  by  the  input  channel  analysis  as  described  in  this 
section. 


D.  RESONANCE  RECOGNITION 
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As  described  in  Chapter  III,  resonance  will  be 
recognized  by  cophasing  modulo  pi  of  the  three  data  channels 
corrected  for  any  differential  electrical  response.  This 
condition  is  readily  visible  from  a  slightly  modified 
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version  of  CROSSCOMPARE  using  the  calculated  Bin  Shift 
Values  (BSV)  in  the  new  batch  file  analyze. 

BATCH  FILE  ANALYZE 
FIL  101 
FIL  S400 
OPN  S 

FPT  PI,  1,  8, ,  BSV1 
FIL  201 

FFT  P2 ,  1 ,  8 , ,  BSV2 
FIL  301 

FFT  P3 ,  1,  8, ,  BSV3 
FIL  400 
DRE  GSCP  1,  3 
C 

R 

where  BSV1  *  0;  BSV2  and  BSV3  are  values  from  the 
differential  element  measurements  compared  to  channel  1.  By 
looking  in  the  vicinity  of  the  frequency  bin  of  interest  the 
cophasing  is  readily  apparent.  The  standing  wave  ratios  and 
closeness  of  cophasing  may  be  read  using  the  GRABVALUES  file 
as  presented  earlier. 


E.  STRONG  SOURCE  RECOGNITION 

The  following  batch  file  will  show  where  strong  spectral 
amplitudes  occur,  and  by  noting  the  data  frames  where  the 
phenomena  is  strongest  ANALYZE  may  be  used  to  calculate  a 
corresponding  direction  (  as  presented  in  Chapter  III)  to 
the  source. 
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BATCH  FILE  STRONGSOURCE 
FILE  100 
SDI 

FIL  200 
SDI 

FIL  300 
SDI 

Using  Batch  file  strong  source,  the  SDI  command  gives  a 
waterfall  spectral  display  of  FFT  frequency  vs.  time  for 
each  data  channel.  If  a  strong  spectral  source  occurs  (not 
identified  as  a  resonance)  ANALYZE  may  be  used  along  with 
GRABVALUES  to  get  the  Acoustic  phase  differential  between 
channels  and  the  direction  calculated  as  shown  in  chapter 
three  directly. 

F .  EXAMPLE  PROBLEM 

In  this  section  a  sample  problem  is  provided  to 
demonstrate  the  capabilities  and  usage  of  the  software 
developed  in  sections  C,  D,  and  E.  A  resonant  calibrator 
box  (described  in  Chapter  II. A)  was  driven  at  its  second 
resonant  mode  of  frequency  381  Hz  with  two  microphone 
channels  recording  the  pressure  siqnal  at  the  maximum 
located  at  the  rear  face  of  the  calibrator.  The  two 
channels  were  recorded,  transferred,  transformed  into 
analysis  and  record  data,  displayed  and  cross-compared  as 
described  in  section  C.  The  time  domain  analysis  data  is 
shown  in  Figure  4.1  for  channel  1  and  Figure  4.2  for  channel 
2  using  the  SAMPLEDISPLAY  file.  Note  that  channel  2  has 
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much  lower  noise  in  the  channel  input.  Fortunately,  the 
averaging  property  of  the  Fourier  Transform  helps  diminish 
the  effects  of  random  noise  in  the  channels.  The  record 
data  is  shown  in  Figures  4.3  for  channel  1  and  4.4  for 
channel  2,  produced  by  the  RECORDISPLAY  file.  File  records 
of  64  points  each  are  displayed.  The  file  RECORDATA  had 
been  previously  run  to  produce  the  record  data  from  the 
analysis  data  files.  The  batch  file  CROSSCOMPARE  was  then 
executed  to  produce  a  comparison  record  file  400  shown  in 
Figure  4.5.  The  peak  amplitudes  occur  at  bin  39 
corresponding  to  380  Hz  (39  x  2500/256  =  Bin  number  x  FFT 
length/sample  rate)  with  an  error  of  ±  one-half  bin  is 
equivalent  to  ±5  Hz.  Using  the  peak  marking  routine  PEAKS 
the  values  and  bin  number  of  the  maxima  for  channels  1  and  2 
were  found  in  bin  39  to  be  107  dB  and  108  dB  respectively, 
for  a  differential  of  about  1  dB  (see  Figure  4.6).  Using 
the  routine  GRABVALUES,  the  phase  for  bin  39  was  found  to  be 
1.698  radians  for  channel  1  and  -1.859  radians  for  channel  2 
for  a  differential  phase  of  -3.557  (see  Figure  4.7).  This 
corresponds  to  a  bin  shift  in  time  domain  (BSV2 )  of 


INT 


-3.557 

2 it 


x 


=  -4 


for  a  256  point  FFT  using  the  first  four  64  point  records 
concatenated.  The  integer  bin  shift  in  this  case  causes  an 
error  of  0.3  bins  or  0.159  radians  {9.1°  }.  Note  that  using 
a  longer  FFT  would  produce  more  accurate  phase  matching 
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Figure  4.5  FFT  Comparison  of  Channels  1  and  2 


ILS>  xtr  1,1 

ELEMENT  NUMBER  1 

ORDER  REC  ITEM  VALUE 

1  1  39  1 .0719260E+02 

ILS>  x  tr  2,1 

ELEMENT  NUMBER  1 

ORDER  REC  ITEM  VALUE 

1  2  39  1 . 0829060E-t02 

!LS> 


All  dB  values  are  referenced  20Log(Integer  Value)  + 
10Log(Processing  Bandwidth).  The  Processing  Bandwidth 
is  one-half  the  sample  frequency  and  in  this  case  is 
1250  Hz.  For  this  example,  channel  2  would  have  a  dB 
value  of  20Log(7900)  +  10  Log(1250)  «  108  dB.  This 
plot  gives  the  FFT  bin  number  corresponding  to  the 
maximum  dB  value  in  the  entire  FFT. 


Figure  4.6  Maximum  Values  Output  by  Batch  File  PEAKS 
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9 . 0335t+0 1 
9 . 5068E+0 1 
9 . 4920E+0 1 
8 . 6063E+0 1 
9 . 4041E+01 
1 . 0225E+02 
1 . 0566E+02 
— *  1.0719E+02 
1 . 0674E+02 
1 .0443E+02 
9 . 9505E+0 1 
8.7425E+01 
8 . S390E+0 1 
9.41 96E+01 
9.4018E+01 
9.1 141E+01 
8 . 6247E+0 1 
7 . 8735E+01 


-1 . 4407E+00 
-2 . 6629E+00 
2 . 64  14E+00 
1  . 4558E+00 
-1 . 9 1 65E+00 
-2 . 8713E+00 
2 . 5466E+00 
1 . 6980E+00 
8 . 5300E-01 
5 . 6930E-03 
-8 . 4797E-0 1 
- 1 . 7040E+00 
5. 1217E-01 
-4. 1351E-01 
-1 . 4173E+00 
-2.5531E+00 
2 . 3747E+00 
4 . 9370E-01 
-2 . 2716E+00 
2.o597E+00 


8.2933E+01 
9 . 0027E+0 1 
ENTER  C  TO  CONTINUE,  E  TO  EXIT, 


N  FOR  NEXT  RECORD 


8 . S953E+0 1 
9 . 4606E+0 1 
9.4304E+01 
a . 1469E+01 
9 . 5838E+0 1 
1 . 0355E+02 
1 . 0704E+02 
-*  1 . 0829E+02 
1 . 0  ~ 7 1  E+'IiS 
1 . 05 1 3E-02 
9.9483E+01 
S. 139 IE +01 
9 . 2310E+01 
9.5017E+01 
9 . 1771E+01 
7 . 5466E+U 1 
8.71 64E+01 
9  .  U5 1 3E+'.i  1 
8 . 775SE+01 
7. 1760E+01 


5 . 3472E-0 1 
-2.627SE-01 
-1 .0729E+00 
-1 . 9717E+00 
5 . 2934E-01 
-2.7683E-01 
-1 . 0701E+00 
-1 . 3595E+00 
- £ . 6462E+00 
2 . 8533E+00 
2 .  (x735E+'.1(.) 
i  .  393&E+'50 
-2.67502+00 
2 . 3454E+00 
2 . 0839E+00 
1 . 5049E+00 
-2 . 6979E+00 
2 . 84 12E+00 
2 . 0939E+00 
1.61 82E+00 


Left  Column  dB  as  in  Figure  4.6 
Right  Column  Phase  in  Radians 


Figure  4.7  Bin  Values  Near  Maxima  Listed  by  GRABVALUES 
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qualities,  as  the  time  domain  shifts  must  be  discrete  for 
digital  data,  hence,  phase  accuracy  is  proportional  to  FFT 
length  at  a  given  frequency.  As  mentioned  earlier,  phase 
matching  correction  accuracy  is  inversely  proportional  to 
frequency  bin  number. 

The  resonance  recognition  for  the  calibrator  as 
described  in  section  D  was  now  possible  using  ANALYZE  with 
BSVl  =  o,  BSV2  =  -4.  The  results  are  shown  graphically  in 
Figure  4.8  with  the  printed  values  around  bin  39  in  Figure 
4.9.  The  display  of  phase  vs  frequency  in  Figure  4.8  is  now 
nicely  cophased  in  the  vicinity  of  the  381  Hz  resonance.  To 
demonstrate  the  stability  and  ability  of  the  software  to 
recognize  resonance  once  the  channels  were  cross  compared 
with  offset  values  available,  the  experiment  was  run  again 
several  hours  later  with  the  microphones  repositioned  near 
the  antinode  (on  the  same  side  of  the  zero)  where  the  signal 
amplitude  would  be  greatly  diminished.  The  analysis  data 
signals  for  channel  1  and  2  are  shown  in  Figures  4.10  and 
4.11.  The  routine  ANALYZE  was  run  using  the  previous 
calibration  comparison  values  (BSV2  =  -4)  and  the  phase 
matching  is  apparent  as  seen  Figure  4.12.  The  differential 
phase  in  bin  39  was  only  .04  radians  as  shown  in  the  values 
in  Figure  4.13  GRABVALUE  data. 

The  final  demonstration  shows  the  reaction  of  the 
microphone  assembly  pair  to  travelling  waves  from  a  strong 


Figure  4.8  FFT  Comparison  With  Time  Series  Bin 

Shift  Correction  for  Phase  Differential 
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9 . 0335E->-0 1  8.4190E-01 

9.5068E+01  — 3.0669E— 01 

9 . 4920E+0 1  -1.2119E--00 

8 , 6063E+0 1  — 2.3229E+0>0 

9 . 404 IE -*-01  6. 606 IE— 01 

1 . 0225E+02  -2 . 2063E-0 1 

1 . 05S6E+02  — 1 . 0122E+00 

—4  1.071 9E+02  - 1 . 7372E+00 

1 . 0674E+02  -2 . 5586E+00 

1 . 0443E+02  2 . 9509E+00 

9 . 9505E+0 1  2.1 709E+00 

8.7425E+01  1.3885E+00 

8.8890E+01  -2 . 6049E+0G 

9 . 4196E+01  2.S263E+00 

9 . 401 SE+01  1.8961E+00 

9.1141E+01  8 . 3397E-01 

8.6247E+01  —4. 478 IE— 01 

7.3735E+01  -2 . 2532E+00 

8 . 2933E+0 1  1 . 3363E+00 

9 . 0G27E+0 1  5 . 8099E-02 

ENTER  C  TO  CONTINUE,  E  TO  EXIT,  N  FOR  NEXT  RECORD 


8 . 8953E+01 
9 . 4606E+0 1 
9 . 4304E+0 1 
S . 1 469E+0 1 
9 . 53S8E+0 1 
1 . 0355E+02 
1 .0704E+02 
1 . 0329E+02 
1 . 077 1 E-02 
1 .0513E+02 
9 . 9483E+01 
8 . 1 b9 1 E+o 1 
9.23 1 OE+O 1 
9 . 5o  1 7E+0 1 
9. 177  IE -“-01 
7.5466E+01 
8.7164E-*-01 
9 . 05 1 3E+01 
8.7758E+01 
7.1 760E+0  1 


5 . 6472E-0 1 
—2 . 627SE— O 1 
—  1 . 0729E+00 
-1 .9717E+O0 
5.2934E-01 
-2 . 7633E-01 
-1 . 070 IE +00 
- 1 . 3595E+00 
-2 . 6462E+00 
2 . 3533E+00 
2 . 0765E+00 
1 .3936E+00 
— 2 . 675oE+oo 
2 . 8454E+00 
2  •  0839E+OG 
1 . 5049E+00 
-2 , 6979E+00 
2 . S412E+00 
2 . 0939E+00 
1.61 82E+00 


Left  Column  dB  as  in  Figure  4.6 
Right  Column  Phase  in  -Radians 


Figure  4.9  Bin  Values  Near  Maxima  for  Phase 


Corrected  Data 
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Figure  4.10  Sample  Data  Channel  1  Near  Resonant 

Mode  Pressure  Minima 
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Figure  4.11  Sample  Data  Channel  2  Near  Resonan 


Mode  Pressure  Minima 
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DUE  GSCP  1,2  C:\BUBDATA\DR400. 


. 

■ 

■ 


6.SB10E+01 
7.4438E+01 
7.4269E+01 
6 . 3224E+0 1 
7.4546E+01 
B.2454E+01 
S.5945E+01 
— *  8.7186E+01 
2. 664 IE +01 
8.4236E+01 
7.9215E+01 
6 . 7377E+01 
6 • 754 l E+0 1 
7 . 2273E+0 1 
7.0496E+01 
6 . 2397E+01 


-2.7806E+00 
2  .  S  1 23E+OU 
2. 1 123E+00 
1 . 4347E+00 
-2 . 5099E+00 
3 . 0766E+U0 
2 . 3629E+00 
1 . 6428E+00 
9. 1657E-01 
1 . 8 167E-01 
-5.7154E— 01 
— 1 . 4351E+OU 
1 .2694E+00 
4 . 2269E-0 1 
-3 . 953 IE— 0 1 
— 1 . 373SE+00 


5 . S514E+01 
6 . 4355E+01 
6  .  3069E+0  1 
5 . 27S3E+01 


1 .7685E+00 
6.5357E-01 
-2.9977E-01 
— 2 . 1 69 1 E+OU 


ENTER  C  TO  CONTINUE,  E  TO  EX  I 


N  FOP  NEXT  RECORD 


6 . 3032E+0 1 
7.3348E+01 
7 . 3805E+0 i 
6.3493E+01 
7 . 3900E+0 1 
3.21 05 E+0 1 
e.5~36E+01 
— ♦  8.71 97E+0 1 
8 . 630°E+0 1 
S . 4533E+01 
7 . 9552E-0 1 
6. 6961 E+0 1 
6 . °22 1 E+O 1 
7 . 3620E+0 1 
7. 1593E+01 
6.1 653E+U 1 
6 . 2865E+0 1 
6 . 8550E+0 1 
6 . 7337E+0 1 
5 . S578E+0 1 


-2 . 1420E+00 
-3 . 0076E+00 
2 . 4584E+00 
1 , 5B57E+00 
-2.21 16E+00 
-3.0193E+00 
2 . 47412*00 
1 , 639oE+00 
? .  0867E-0 1 
1 . 3 1 69E-0 1 
—6 , 3673E-0 1 
- I . 3+06E+OO 
S.3106E-01 
1 . 4638E— O 1 
-5.9642E-01 
-1 . 2330E+00 
8. 1 703E-0 1 
1 . 5069E-0 1 
—5 . 6U4BE— O 1 
-1.11 95E+00 


Left  Column  dB  as  in  Figure  4.6,  Right  Column  is  Phase  Radians 


Figure  4.13  FF7  Bin  Values  for  Phase  Corrected  Data 
Near  Pressure  Minima 
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source  in  a  non-reactive  field.  Using  a  speaker  placed 
outdoors,  operating  at  381  Hz,  the  channel  2  microphone  was 
placed  24  inches  directly  in  front  of  the  speaker  and 
channel  1  microphone  15  inches  directly  behind  the  channel  2 
microphone.  The  microphone  could  not  be  placed  in  the  far 
field  because  signal  levels  there  were  too  low  to  record, 
but  because  the  microphones  were  along  a  direct  radius  from 
the  front  of  the  speaker  it  was  expected  that  the  phase 
would  behave  as  a  propagating  plane  wave  and  the  amplitudes 
as  a  diverging  wavefront  making  channel  2  levels  higher. 

The  analysis  and  record  data  displays  for  channels  1  and  2 
are  provided  in  Figures  4.14  through  4.17.  Note  that  the 
channel  2  amplitude  is  higher,  as  expected.  The  phase 
difference  between  the  channels  was  calculated  to  be 

phase  =  2  x  *  x  separation  distance/wavelength 

phase  =  2  x  n  x  { 15 . 0"/ ( 39 . 36  inches/meter)/ 

[ (345meters/second)/ (381  Hertz)] 

phase  =  2.64  radians  (channel  2  leading  channel  1) 

The  ANALYZE  routine  was  run  as  described  in  section  E  (see 
Figure  4.18)  the  GRABVALUES  printout  showed  the  phase 
differential  to  be  channel  2  leading  channel  1  by 
. 24- (-) 2 . 59=2 . 83  radians  (see  Figure  4.19).  The  difference 
between  measured  and  expected  phase  of  .2  radians  is  within 
the  digital  time  shifting  capability  of  the  256  point  FFT  at 
the  381  Hz  frequency  where  1  bin=  ±0.5  radians  of 
resolution . 
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6.2354E+01  -8.1524E-01 

6.7921E+01  -1.1065E+00 

6.8695E+01  -1 . 6315E+00 

6 . 3135E+Q1  -  2 . 0482E+00 

6.4459E+01  -2.3957E-01 

7 . 48  32E+01  -  6 . 6Q46E-01 

7.9421E+01  -1 . 2764E+00 

8 . 158 1E+01  -1.9242E+00 

— *  8.2001E+01  -2 . 5855E+00 

8 . 0770E+01  3 . 0259E+00 

7.7535E+01  2.3366E+00 

7 . 0827E+01  1. 5814E+Q0 

5 . 5388E+01  -6.5381E-01 

6 . 6999E+01  -2.4540E+00 

6.8094E+01  -3.1393E+00 

6 . 3735E+01  2 . 6599E+00 

5.5762E+01  -2 . 8354E+00 

6 . 3268E+01  -2 . 5203E+00 

6 . 4522E+01  -2 . 9549E+00 

6.0484E+01  3 . 0042E+00 

ENTER  C  TO  CONTINUE,  E  TO  EXIT,  N  FOR  NEXT  RECORD 


5 . 8477E+01  -1.7434E+00 
7 . 3742E+01  2 . 6363E+00 
7 . 7  625E+01  1 , 7  506E+00 
7.5692E+01  8 . 9038E-01 
6 . 1046E+01  -  2 . 2059E+00 
8 . 1549E+01  2 . 6209E+00 
8.7624E+01  1 . 8052E+00 
9 . 0417E+01  1 . 0180E+00 
9 . 1148E+01  2.4175E-01 
9 . 0028E+01  -5.2600E-01 
8 . 6700E+01  -1.2819E+00 
7 . 9394E+01  -2.0008E+00 
6 . 2966E+01  -1.9921E-01 
7 . 7038E+01  -5.2442E-01 
7.7561E+01  -1.22  8  0E+00 
7 . 2186E+01  -1.8 8  20E+00 
5 . 9866E+01  -3.8157E-01 
7 . 2263E+01  -5.1763E-01 
7.3277E+01  -1.I743E+00 
6 . 8348E+01  -1.7663E+00 

Left  Column  dB  as  in  Figure  4.6,  Right  Column  is  Phase  Radians 


Figure  4.19  FFT  3in  Values  for  Phase  Corrected  Data 


for  Travelling  Wave  Experiment 


V.  CONCLUSIONS  AND  RECOMMENDATIONS 


Using  the  equipment  and  signal  processing  software 
presented  in  this  thesis  it  should  be  possible  to 
recognize  low  frequency  resonant  modes  and  higher 
frequency  travelling  waves  from  a  strong  source  in  the  far 
field  within  an  active  and  reactive  sound  field. 

All  equipment  has  been  tested  and  is  determined 
capable  of  making  autonomous  acoustic  measurements  within 
the  Space  Shuttle  Cargo  Bay.  The  apparatus  should  be 
calibrated  in  an  anechoic  environment  using  the  procedure 
outlined  in  this  thesis  to  measure  differential 
gain/phase  corrections  to  be  used  when  correcting  for  the 
different  electrical  input  characteristics  of  each  data 
channel.  It  is  recommended  that  the  on  board  loudspeaker 
be  used  when  making  acoustic  calibration  measurements. 


APPENDIX  A 


SPECIFICATIONS  FOR  MODEL  2510 
ENDEVCO  MICROPHONE 


MODEL  25lu 


The  ENDEVCO  Mooei  2510  Microphone1  measures  nigh  intensity  acoustic  noise  and 
very  low  pressure  fluctuations.  The  rugged,  hermetically  sealed  construction  end 
extremely  wide  temoerature  range  -65*  F  to  *500*  f  (-54*  C  to  ♦260*  C)  make  this  trans¬ 
ducer  extremely  useful  over  a  wide  range  of  environmental  conditions,  unlike  other 
microphones  currently  available,  the  Model  2510  is  insensitive  to  altitude  changes 
The  Model  2510  Microphone  has  a  very  thick  diaphragm  that  prevents  ounctunng  or 
damage  due  to  oertfc'e  impact,  accidental  misnanaimg,  or  mgn  pressure  pulses, 
insulation  between  the  transducer  and  mounting  surface  prevents  data-degrading 
ground  looos. 

The  Model  2510  is  intended  primarily  to  ooerate  into  preamplifiers  that  have  a  charge- 
ro-voitage  transter  characteristic  (charge  amplifiers).  Its  charge  sensitivity  vs.  temper¬ 
ature  characteristic  is  optimized  tnrougn  the  proper  choice  of  crystal  material.  Long 
caoies  may  oe  used  between  the  transducer  and  charge  converter  without  affecting 
charge  sensitivity  Although  the  basic  design  is  directed  toward  maximizing  cnarge 
characteristics,  the  Model  2510  aiso  gives  excellent  results  when  operated  into 
voltage  amplifiers 


1  SPECIFICATIONS  FOR  MODEL  2510  MICROPHONE 

• 

lACCOrOing  10  ANSI  W3  l$A  St«fMJ*rasi 

DYNAMIC 

charge  sensitivity1 

23  rms  p C  '32  5  pk  PC  sinusoidal)  at  140  dBJ.  -15.8  dB  re  1  pC  at  1  N/m*. 

793  oC/psi  typical 

•VOLTAGE  SENSITIVITY 

4  4  rim  mV  (6  2  on  mV  sinusoidal)  at  140  0B‘.  -93  aB  re  1  V  at  1  N/m' 

152  mv/osi  tyoicai.  (Open  circuit) 

DYNAMIC  RANGE 

Maximum  useful  SPL  exceeds  180  OB’ 

MOUNTED  RESONANCE  FREQUENCY 
FREQUENCY  RESPONSE 

30  000  MI.  minimum  I 

(pressure  calibration) 

It  08  2  to  4  000  Hi:  13  d8.  2  to  10  000  Hi 

ampl'TUOE  linearity  unoeoenaem) 

l9  5  08  max..  120  to  164  08’  It  OB.  max  .  120  to  180  OB1 

TOTAL  HARMONIC  DISTORTION 
TEMPERATURE  RESPONSE 

5V  max.,  at  160  OB1 

(cnarge  sensitivity) 

r  1  5  dB  max  -65*F  to  *500* F  (-54*  C  fo  *260*0 
reference  -75* F  (*24*0 

transducer  capacitance 

5  200  dF  typical 

resistance 

20  000  Ml*,  mm  .  at  -25*  1*24*  Cl 

Th*  moo*  2Si0  •*  a  D<«<o**crr<C  t'«n»auc*r  ««0  no 

'UM  €NOEVCO  26*0  2660  O'  JTOO  CnarQ*  Amoit(t«rt 

OoB  •  0  0002  »d »t  i0v«t*'C»«i*i  *  20  «N'm'  •  2Q*P« 


r  rof  oo*ai»o« 


TYPICAL  FREQUENCY  RESPONSE 


£  2 
2; 


Frequency.  Hz 

TYPICAL  TEMPERATURE  RESPONSE 


3  * 

s  2 


Temperature 


The  Model  2510M4A.  illustrated  oetow 
with  eiectncai  soeafications  identical  to 
the  basic  Model  2Si0.  provides  a  special 
mounting  for  flush  diaohragm  or  other 
applications. 
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I 


PHYSICAL 

WEIGHT 

material 
crystal  material 

CONNECTOR 

MOUNTING 

GROUNOING 


2  o z  (56.7  2)  mix  .  including  mourning  aricKtl 

Cam  —  stainless  steel:  Bracket  —  naro  anodizen  aluminum  alloy 

PlEZITE*  Elame  '  P-8 

Coaxial.  10-32  true.. 

Two  notes  tor  No  6  screws.  !'/.*  apart 

Case  ground  insulated  from  mounting  Bracket.  Resistance  from  cam  to 
bracket  is  1  Mil  minimum  at  SO  Vdc 


ACCESSORIES 

INCLUOEO 


ENVIRONMENTAL 

VIBRATION 

VIBRATION  SENSITIVITY 
SHOCK 

TEMPERATURE 
ALTITUDE  SENSITIVITY 
HUMIOITY 
salt  SPRAY 


Model  3090A-120  Low  Noise  Cable  Assembly.  10  it  [3  ml:  Two  8-32  x  'A" 
cap  screws:  Removable  grid 


150  g 

105  dB-  max.  SPL  equivalent  at  I  g  px 
1  000  g 

-65* E  to  *500* E  (-5A*C  10  *260*0 
No  change  in  sensitivity  0  to  100  000  feet 
Hermetically  sealed 

Meets  MIL-E-5272C  (with  seated  cable  connector! 


MOTCS  O<J0  •  0  0002  tavr** »/cm«i  •  20  mNtr*»  •  20*?9 


Continued  product  improvement  necessitates  tnat  Endevco  reserve  me  rignt  to  modify  these  specifications  without  l 
notice  | 


RELi  ABILITY- Enoevco  maintains  a  program  of  constant  surveillance  overall  products  to  ensure  a  high  level  of  reliability  I 
This  orogram  mciudes  attention  to  reliability  factors  during  product  design,  tne  support  of  stringent  auaiitv  control  I 
reouiremenrs.  ana  comouisory  correction  action  oroceoures  Tnese  measures,  together  with  conservative  specifications  i 
have  made  the  name  enoevco  synonymous  with  reliability  enoevco  s  Quality  and  Reliability  system  meets  tne  i 
requirements  Of  MIL-Q-9858A  ano  MII-STO-785A  I 


CALIBRATION:  Each  unit  is  calibrated  for  acoustic  pressure  sensitivity  ano  capacitance  frequency  response  from  2  to 
i 0000  hi.  temperature  calibration  at-65*  F  (-54*  C\.  **-75*  F  i»24*  Cl  ano  ■‘■500*  F  (+260*  C).  ana  amplitude  uneamy  from 
120  dB*  to  180  dB*.  are  available  at  additional  cost. 


SYSTEMS  Airborne  systems  available  providing  0-5  V  or  r2.5  V  full  scale  output  from  less  than  140  dB  to  over  180  dB  or 
from  less  than  r0.07  p$i  to  aoove  r5.0  psi  Reouest  Tecnnicai  Data  501A  lor  additional  information  on  airborne  acoustic 
systems  inquiries  on  special  systems  are  invited 


I 


» 


E  N  DEVCO 

PANCHO  Vie^O  OOAO*  SAM  jljAN  CAD'STfiANO,  CA  92075*  "ELEPhOnE  (7*1  A)  493-01  01 
AA^WfiM  C*  •  ATLANTA  CA  a  «AL  **©  •  BOSTON  MA  •  CHtCAQO  >L  •  DAYTON  O*  •  -APTrO*©  CT  •  *OU*TON  T»  .  *AL0  At  TO  CA  •  m  Cw  •  P*STV»u.«  HJ 

•••HCI  •  iP»C0«**  •  «'NGOO“  *  *  QIBMAN*  •  APGfNT.N*  •  AUSTRALIA  •  *P**il  •  CANAOA  •  CnIl«  •  7tNLA»0  •  '*10'*  •  '»ALT  •  JAPAN  •  MALAYS’* 

Mf  l>:0  •  RITpMlAROI  •  NO*  NAY  •  s  AlAiCA  •  s  «0*«*  •  SPAIN  •  S«Ht(*LAiiO  •  TAIWAN  •  V(NC2utLA  •  ALL  COMICO*  COUNTPlfS  .  y  J  J  ■ 
rytftl»M».l«t  ThlltAMOi  MMNnONuSA  MTV  17*7 
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APPENDIX  B 


SPECIFICATIONS  FOR  BURR-BROWN  OPA  111 
OPERATIONAL  AMPLIFIER 


0PA111 


Low  Noise  Precision 
OPERATIONAL  AMPLIFIER 


FEATURES 

•  LOW  NOISE:  100%  Kind.  8nV/>/R:  max  at  10kHz 

•  LOW  BIAS  CURRENT:  IpA  max 

•  LOW  OFFSET:  25M  max 

•  LOW  DRIFT:  l*iV/*C  mix 

•  HIGH  OPEN-LOOP  GAIN:  !20dB  min 

•  HIGH  COMMON-MODE  REJECTION:  lOOdB  min 


DESCRIPTION 

The  OPA1I1  is  x  precision  monolithic  dielectncallv- 
isolated  FET I  f  operational  amplifier.  Out¬ 
standing  performance  characteristics  allow  ns  use  m 
the  most  critical  instrumentation  applications. 
Noise,  bias  current,  voltage  offset,  drift,  open-loop 
gain,  common-mode  rejection,  and  power  supply 
rejection  are  superior  to  BIFET*  amplifiers. 
Very-low  bias  current  is  obtained  by  dielectric  isola¬ 
tion  with  on-chip  guarding. 

Laser  trimming  of  thin-film  resistors  gives  very-low 
offset  and  drift.  Extremely-low  noise  is  achieved 
with  new  circuit  design  techniques  ^patent  pending ). 
A  new  cascode  design  allows  high  precision  input 
specifications  and  reduced  susceptibility  to  flicker 
noise. 

Standard  741  pin  configuration  allows  upgrading  of 
existing  designs  to  higheT  performance  levels. 

•IftT*  HummI  Smmdurur  Cm?..  CUW*  Swr-arm  Cot? 


APPLICATIONS 

•  PRECISION  INSTRUMENTATION 

•  DATA  ACQUISITION 

•  TEST  EQUIPMENT 

•  PROFESSIONAL  AUDIO  EQUIPMENT 

•  MEDICAL  EQUIPMENT-CAT  SCANNER 

•  RADIATION  HARD  EQUIMENT 
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SPECIFICATIONS 

• 

ELECTRICAL 

At  v«  *  ri5V0C  and  T*  =  *2S*C  un»«s*  otnerwis#  not*d 

Pm  8  connected  to  ground 
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ORDERING  INFORMATION 

Basic  model  number - 

Performance  grade - 

A.  B  =  -25*C  to  +85*0 
S  =  -55*  C  to  -125°  C 

Package  code - 

M  =  TO-99  metal  can 


CONNECTION  DIAGRAM 


TOP  VIEW  suitmi 
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APPENDIX  C 


SPECIFICATIONS  FOR  ANALOG  DEVICES  DAS  1153 
A/D  CONVERTER 


I 


) 


ANALOG 

DEVICES 


14-Bit  &  15-Bit  Sampling 
Analog  To  Digital  Converter 


_*«sm 


*■;  s  1 ;  •  *:r  *  f*r. 


FEATURES 

Comp^tf  with  High  Accuracy  Sampla/Hold  and 
A/D  Converter 

Diffarantiai  NonMnwtty:  *  0.002%  FSR  max 
(DAS  1153! 

NonMnoarity:  OAST  152:  * 0.005%  FSR  max 
DAS1153:  ±  0.003%  FSR  max 
Low  DlffararmaJ  Nonlinearity  T.C.:  x2ppm/X  max 
H'gn  mrou^hput  Rata:  2SkHx  min  (OAS1152) 

High  Feedthrough  Refection:  -96d8 
Byte-Seiectahie  Tri-State  Buffered  Outputs 
Internal  Gain  &  Offset  Potentiometers 
Improved  Second  Source  to  A/O/A/M  824  and 
A/D/ A/M  825  Modules 
Low  Cost 

APPLICATIONS 

Process  Control  Data  Acquisition 
Automated  Test  Equipment 
Seismic  Oats  Acquisition 
Nudesr  Instrumentation 
Medical  Instrumentation 
Robotics 

GENERAL  DESCRIPTION 

The  DAS  11 52' DAS  1 153  are  l4-/15-bit  samphnt  aruiog-to-digitai 
conveners  havtng  i  maximum  Htcovettput  me  of  HkHvZOkH*. 
They  provide  high  accuracy,  high  stability,  and  functional 
completeness  all  in  a  ¥  *  V  x  0.44'  metal  case. 

Guaranteed  high  accuracy  svstem  performance  such  u  nonlineantv 
of  =0.005%  FSR  fDASl I52i/  =  0.003%  FSR  fDASll53i  and 
differential  noniineantv  of  =0.003%  FSR  t  DAS  1 152V  z 0.002% 
FSR  (DAS}  15})  are  provided.  Guaranteed  stability  such  as 
differenual  noniineantv  T.C.  of  =  2ppnv'Ci'DAS  115  3)  maximum, 
zero  T.C.  of  =  80uV/*C  maximum,  gain  T.  C.  of  =  8ppm^C 
maximum  and  power  supply  sensitivirv  nf  =0.001%  FSR/%  V\ 
are  also  provided  by  the  DAS  1 152  DAS  1J  53. 

The  DAS  1 152’DASl  153  make  extensive  use  of  both  integrated 
circuit  and  thin  film  components  to  obtain  their  excellent 
performance,  small  sue.  and  low  cost.  The  devices  contain  a 
precision  umpiohold  amplifier,  high  accuracy  15-bit  analog- 
to-digiui  converter,  tn-state  output  buffers,  internal  gain  and 
offset  tnm  potenuometen.  and  power  supply  bypass  capacitors 
(as  shown  in  Figure  I ). 


Ftgure  1.  DAS115Z/0AS1753  Block  Digram 
Four  analog  input  volute  ranges  are  selectable  vu  user  pm 
programming:  0  to  5V,  0  to  ♦  10V.  =  5V,  and  =  (0V.  Uni¬ 
polar  coding  is  provided  m  true  binary  format  with  bipolar 
coding  displayed  in  offset  brnarv  and  two's  complement. 
Tn-state  buffers  provide  easy  interface  to  bus  structured 
applications. 
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oanw  MOicn  may  rasuit  tn»m  m  uaa.  No  i'ca<*a  *  gram  ad  &y  imotio 
non  or  otnwwoa  undar  any  oanrm  or  oarant  of  A na*oa  Dameaa 
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SPECIFICATIONS 
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OPERATION 

The  OAS1 1 52/ DAS  1 153  are  functionally  complete  data  acquisition 
subsystems  being  fully  characterized  as  such.  Ail  the  oeceisarv 
dan  acquisition  and  microprocessor  interface  dements  arc 
provided  internal  to  these  devtces.  Accuracy  and  performance 
criteria  are  tested  and  specified  for  the  entire  system.  Thus, 
design  tune  and  associated  high  accuracy  problems  are  minimized 
because  layout  and  component  optimization  have  already  been 
performed. 

For  operation,  the  only  connections  necessary  to  the  DAS  I I5Z 
DAS  1153  are  the  2  15V  and  «*  3V  power  supplies,  analog  input 
signal,  trigger  pulse,  and  (he  Hl-ENABLF.LO- ENABLE  in* 
state  controls.  Analog  input  and  digital  output  programming  are 
user  selectable  via  external  turn  per  connections. 

ANALOG  INPUT  SECTION 

The  analog  input  can  be  applied  to  tust  the  A/D  converter  or  to 
the  internal  sample  hold  amplifier  ahead  of  the  A/D  converter. 
When  using  lust  the  A/D  converter,  apply  the  analog  input  per 
the  voltage  range  pin  programming  shown  in  Table  I .  When 
using  the  sample  hold  amplifier  in  cum  unction  with  A/D  con* 
verier,  apply  the  analog  input  to  the  S  H  INPUT  terminal  and 
connect  the  SH  OUTPUT  terminal  to  (he  appropriate  A  D 
convener  analog  input. 


Analog  Vofcaga 

Com— ci 

Co— ci 

Co— ci 

lapw 

VmgrSHOw 

AoalogCo*— 

tofOw 

T* 

To 

Tn 

Ofo  ♦  }V 

ANA  IN  1, 

ANA  IN  2. 

ANA  IN  3 

Ground 

NC* 

Oio  *  10V 

ANA  IN  2 

Ground 

NC* 

ANA  IN  3 

ANA  IN  1 

2  5V 

ANA  IN  I 

Ground. 

ANA  IN  3 

ANA  IN  2 

2  10V 

ANA  INI 

Ground. 

ANA  IN  1 

ANA  IN  2 

Table  t.  Analog  input  Pin  Programming 
Errors  due  to  source  loading  arc  eliminated  since  the  sample  hold 
amplifier  is  a  high* impedance  um tv-gam  amplifier.  High 
feedthrough  rejection  is  provided  lor  cither  single-channel  or 
muiucharwei  applications.  Feedthrough  rejection  can  be 
optimized,  in  multichannel  applications,  by  changing  channels 
at  the  ruing  or  falling  edge  of  the  5  H  control  pulse. 


figure  2.  Analog  Inout  Block  Diagram 
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TIMING  DIAGRAM 

The  timing  diagram  tor  the  DASl  I52/DASU53  is  illustrated  in 
Figure  3.  Thu  figure  also  includes  the  sample  hold  amplifier 
acquisition  tune. 

If  the  sample  hold  amplifier  u  required,  the  TRIGGER  input 
and  SH  CONTROL  terminal  can  be  tied  together  providing 
only  one  conversion  control  signal.  When  the  trigger  pulse  goes 
high,  u  places  the  sample  hold  amplifier  in  the  sample  mode 
aUowmg  it  to  acquire  the  present  input  signal.  The  trigger  pulse 
must  remain  (ugh  for  a  minimum  of  4»u  (DASt  l5ZV5ua 
(DASU531  to  insure  accuracy  u  attained.  If  the  sample  hold 
amplifier  is  not  used,  the  trigger  pulse  needs  to  be  only  100ns 
(mm>  m  length  to  satisfy  the  A/D  convener  trigger  requirements. 
At  the  falling  edge  of  the  trigger  pulse,  the  sample  hold 
amplifier  u  placed  in  the  hold  mode,  the  A/D  conversion 
begins,  and  all  internal  logic  u  reset.  Once  the  conversion 
process  u  initiated,  u  cannot  be  retnggered  until  after  the  end 
of  conversion. 

With  tha  netauve  edge  of  the  trigger  pulse  the  MSB  u  set  low 
with  the  remaining  digital  outputs  set  to  logic  high  state,  and 
the  status  Une  u  set  high  and  remains  high  through  (he  full 
conversion  cycle.  During  conversion  each  bit.  scarring  with  the 
MSB.  u  sequentially  switched  low  at  the  ruing  edge  of  the 
internal  clock.  The  DAC  output  u  then  compared  to  the  analog 
input  and  the  btt  deew'w  is  made.  Each  comparison  lasts  one 
dock  cycle  with  the  complete  1±~  1 5-bit  conversion  taking  3 5 us/ 
44tts  maximum  for  the  DAS1 15Z'DASI  153  respectively.  At  this 
nme.  the  STATUS  line  goes  low  signifying  that  the  conversion 
is  complete.  For  microprocessor  bus  applications,  the  digital 
output  can  now  be  applied  to  the  data  bus  by  enabling  the*  in¬ 
state  butfers.  For  maximum  data  throughput,  the  digital  output 
data  should  be  read  while  the  sample/ hold  amplifier  is  acquinng 
rbc  new  analog  input  signal. 
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figure  3.  OAS1 1 52/0 AS  t  TS3  Timing  Diagram 
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GAIN  AND  OFFSET  ADJUSTMENT 
The  DAS  1* 52/DASH 53  contain  internal  gain  and  offset 
adtwJunem  potentiometer*.  Each  potentiometer  has  ample 
admsunem  range  so  that  gain  and  offset  errors  can  be  tnmmcd 
to  zero. 

Since  offset  calibration  is  not  affected  by  changes  in  gain 
calibration,  it  should  be  performed  prior  to  gam  calibration. 
Proper  gain  and  offset  calibration  requires  great  care  and  the 
use  of  extremely  sensitive  and  accurate  reference  instruments. 
The  voltage  standard  used  as  a  signal  source  must  be  very  subk 
and  be  capable  of  being  set  to  within  r  1/JCL5B  of  the  desired 
value  at  any  pouu  within  its  range. 

OFFSET  CALIBRATION 

For  i  0  to  I0V  unipolar  range  set  the  input  voltage  precisely 
to  +30S»V  for  the  DAS  11 52  and  +  l53i*V  for  the  DAS  11 53. 
For  a  0  to  -*■  5V  unipolar  range  set  the  input  to  *  153uV  for  the 
DA51 152  and  ♦  76*4  V  for  the  DAS  1 153.  Then  adiust  the  zero 
potentiometer  until  the  converter  is  mst  on  the  verge  of 

switching  from  000 . ...000  to  000 . 001. 

For  the  2  SV  bipolar  range  set  the  input  voltage  precisely  to 

♦  305*4 V  for  the  DAS1152  and  -  153uV  for  the  DAS1153.  For 
a  «  10V  bipolar  range  set  the  input  voltage  precisely  to  ♦610*iV 
for  the  DAS  1 152  and  *  305*4  V  for  the  DASII53.  Adiust  the 
zero  potentiometer  until  the  offset  binary  coded  units  art  lust 

on  the  verge  of  switching  from  000 . 000  to  000 . 001 

and  the  two's  complement  coded  units  are  iusi  on  the  verge  of 
switching  from  100 . 000  to  100 . 001. 

GAIN  CALIBRATION 

Set  the  input  voltage  precisely  to  9.99909V'  /DAS  11 52V 

♦  9.99954V  (DAS  1153)  for  the  0  to  *  10V  units.  -4.999S4V 
(DAS  1 1 52V ♦  4.99977V  (DASl  153)  for  0  to  -5V  units. 

♦  9.99$  17V  (DAS1152V- 9.99909V/ DASl  153)  for  r  I0V 
units,  or  * 4.99909V  (DAS1152y  * 4.99954V  (DASU53)  for 
2  5V  units.  Note  that  these  values  are  1  |/2LSBs  less  than 
nominal  full  scale.  Adiust  the  gain  potentiometer  until  binary 
and  offset  binary  coded  units  are  tust  on  the  verge  of  switching 

from  II . 10  to  11 . 11  and  two's  complement  coded  units 

are  just  on  the  verge  of  switching  from  Oil . 10  to  Oil . 11. 

DAS II 52/DAS  11  $3  INPUT/OUTPUT  RELATIONSHIPS 
The  DAS1 152'DASI  153  produces  a  true  binarv  coded  output 
when  configured  as  a  unipolar  device  Configured  as  a  bipolar 
device,  it  can  produce  either  offset  binarv  or  two  s  complement 
output  codes.  The  most  significant  bit  i  MSB)  is  used  to  obtain 
the  binary  and  offset  binarv  codes  while  (MSB)  is  used  to  obtain 
two's  complement  coding.  Table  2  shows  the  DAS  1 152/DAS  11 53 
unipolar  analog  input/ digital  output  relationships.  Tables  3  and 
4  show  the  DAS  11 52/DAS  1 153  bipolar  analog  mpui/dignai 
output  relationships. 


NOMINAL  BIPOLAR  INPUT-OUTPUT  RELATIONSHIPS 
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DIGITAL  OUTTUT 


DAS  1 1 52 
II  HI  HI  III  III 
10  000  OUI  0U0  00b 
Of  100  000  000  QUO 
00  OOO  OOO  000  ooi 
UOWUO  000  000  000 


DASU5I 

Hi  III  III  IH  HI 
100  000  OOO  000  000 
001  000  000  000  000 
000  000  000  000  001 
000  000  000  000  000 


Table  2  Unipolar  Input-Output  Relationships 
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Table  3.  OAST  152  Bipolar  inputOutput  Relationships 
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Table  4.  OAS  7 153  Bipolar  Input/Output  Relationships 
TRI-STATE  DIGITAL  OUTPUT 

The  ADC  digital  outputs  are  provided  in  parallel  format  to  the 
output  tn-sute  buffers.  The  output  information  can  be  applied 
to  a  data  bus  in  either  a  ooe-bvte  or  a  rwo-bvte  format  by  using 
the  HIGH  BYTE  ENABLE  and  LOW  BYTE  ENABLE 
terminals,  ff  the  tn-state  ftiture  is  not  required,  norma/  dsgtul 
outputs  can  be  obtained  by  connecting  the  enable  pins  to 
ground. 

POWER  SUPPLY  AND  GROUNDING  CONNECTIONS 
Although  the  analog  power  ground  and  the  digital  ground  are 
connected  in  the  DASl  152'DASl  153.  care  must  sull  be  tsken  to 
provide  proper  grounding  due  to  the  high  accuracy  nature  of 
these  devices.  Though  only  general  guidelines  can  be  given, 
grounding  should  be  arranged  in  such  a  manner  as  to  avoid 
ground  loops  and  to  minimize  the  coupling  of  voltage  drops  (on 
the  high  current  carrvuig  logic  supply  ground)  to  the  sensitive 
analog  annul  sections.  Analog  and  digital  grounds  should 
remain  separated  on  the  PC  board  and  terminated  at  the 
respective  DASH  52/DAS  11 53  terminals. 

No  power  supply  decoupling  is  required  since,  the  DASl  152/ 
DAS  1 153,  contain  high  quality  tantalum  capacitors  on  each  of 
the  power  supply  inputs  to  ground . 
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